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Anti—counterfeiting Enquiry

Bthi%: URGP-7125-24

Anti—counterfeiting Code

REE REE RAT
Hengan Group

Client
Address: Wuli Industrial Zone, Jinjiang City, Fujian Province

OFT ETEE RIARIOEE XCJ010 30 4~
Mind Act

i
Mind disposable surgical mask

= Brand : «48H! Mind Act Upon Mind

ERIM#E Specification: 17.5cmX9cm(20. 5cm)

BANE
BR

Client

provided
info

RIMES [BFR FE fh SZ EL MATT46 H 3H mRHI
Test Nature|On request Test start day 2020-02-25 Report day 2020-02-29

VY 0469-2011 {EEASMEIOEY (Surgical mask)

HE eH
Test

Subject

GARG
ik

Conclusion

RRRE He iki HE
Fo Tar J Test items Test Subject Result

EE
Mest Result

Bacterial filtration efficiency
YY 0469-2011 Ri Match

FHT

Appearance YY 0469-2011 [RF Match

GEE RF
Structure and Size YY 0469-2011 [FFE Match

B35 Metallic strip YY 0469-2011 [EA Match

FH Mask ties YY 0469-2011 {iA Match

Ho RRLFE 7 Synthetic Blood

Penetration Resistance YY 0469-2011 4Match



Wikid JE 2 Particle filtration

efficiency YY 0469-2011 4 Match

#5& Sign YY 0469-2011 pr Match

AA 5 HAR IRA WIT H SEAR ASAE E ROR B&F FEAT CHEB RIRRSD)
The tests in this report are under a standard condition (Unless specified).

Hi SHE, BIERREFNSRE BRAEL.
Remarks Copy of this report without a stamp is invalid.

ZAR Ie HE er NTER KERTLES 1 5s
The tests of this report are conducted at No. 1 Zhujiang Road, Panyu

District, Guangzhou Province, China.

BR: HHT
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B58: MHERRETRIS Ei%:020-61994598/61994599

EWERR: NH EMXI ERR TERE 1S B8i%:020-37721161
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PREEM AE Hl
GFE) PAA Standard Value IRL R Result |&3E

(Measure unit) Test method and Tolerance Test result Remarks

[HE FREI]
[Sample

identification]

@ JE I ERE a

(%) YY 0469-2011 =05 BFE 99.7 Match

B®B
Appendix B BFE 99.4

a EA BFE 99.6

EHOMERE
Staphylococcus aureus

ATCC

6538

WAM Test area:

.
40cm

Bacterial SEWUE Gas flow
filtration rate: 28.3L/min
efficiency (%) [FEILER Average

particle diameter:

3.00pm

PHA:FR #%3{E Positive QC
value:

1.9X10 CFU

BA #548 Negative QC
value:

<<1CFU

Hin 4. 1 FER

[YS Based on requirement of FFE ER aE
Appearance YY 0469-2011 5.1 standard 4.1 atch the requirement Match

® 4 5 R~F AnH 4.2 FER
Structure and Based on requirement of HE
Size YY 0469-2011 5.2 standard 4.2 gr: FEER Match

Rt (em) :

£ pi
1% 17.6 9.1

28 17.7 9.1

3 17.6 9.1

Bibnrl4. 3 FER
® Lk Based on requirement of Fa
Metallic strip [YY 0469-2011 5.3 standard 4.3 BEER Match

HebniE 4. 4 FER
EY Based on requirement of BE
Mask ties YY 0469-2011 5.4 standard 4.4 BEER Match

@ 5RIEiE
Synthetic Blood HE
Penetration YY 0469-2011 5.5 COENEN HEE RIBE Not penetrated [Match



Resistance

Er RR MBERTH Ak
71 Surface tension of

Synthetic
Blood:0. 042N/m

- The mask inside

should not penetrate

972611

(%)
Particle

filtration

@ kL ERR

efficiency (%)

YY 0469-2011 5.6.2

SARTRE :30L/min
Gas flow

SE IBAIURE : NaCl

Aerosol particles
SIERHE  15me/m
Aerosol concentration

BH: 23.1C

Temperature
AHZHBHE: 36. 0%
Relative humidity

B/ME 98.22

Minimum Value Match

@#rE Sign YY 0469-2011 6

HerrEsE 6 HER
Based on requirement on

Chapter 6

FEER
Match

Re
Match i Note

VE: 2HAEERR RE
Note: This item does not verify the Authenticity of the content.

%

iE
Remarks

eeEnd of Report--------
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