
HPAHED

Manufacturer: _SHEEREYEIB FRAT Jinhua Noke Biotechnology Co., Lid

HFETRE
Customer: SEER AEYBE HRAT Jinhua Noke Biotechnology Co., Ltd

=H

PO Number:ST-20-0724-01

ERE

Date of Issuing: _2020.11.23

HHIEHF 3H
PRODUCT NAME | Pipette Tips 10ul Item Number NKPT-FT-10

FES

Lot Number 20201102 Sterilization FDSJ544786

[avTiE i= Number

KE#S

Total Quantity 10000 RACK Sample Quantity 2000 RACK

JSEa cy Rr SE

Testing Date 2020/11/22 Testing Procedure | ISO13485

rill H 3 REF

Results of Testing

mfgR
glabrous Testing: PASS v FAILED N/A

p oti]: 3 crs Eig Al

Sterile Testing: PASSY FAILED N/A

HER Li EH ERR

Packing Testing: PASSY FAILED N/A

BEER aH AEH All

Pressure Testing PASSY FAILED N/A

E38 a ei Aral

CONCLUSION:

ik

This is to certify that all the items manufactured as per PO number ST-20-0724-01 have passed all of

the tests and meet all of the requirements.

AEST ITE SEH ES ST-20-0724-01 AF FAH RAR TRIBE, 56

Approved By:

fLAEA bt
Approved Date:

ite HHA

1006977



OutgoingTest Report

ET

Manufacturer: _E&HEFEREYRIH ERAT Jinhua Noke Biotechnology Co., Ltd

HFETRE
Customer: SEER AEYBE HRAT Jinhua Noke Biotechnology Co., Ltd

=H

PO Number: ST-20-0990-03

ERE

Date of Issuing: _2020.11.17

HHIEHF 3H
PRODUCT NAME | Pipette Tips S0ul Item Number NKPT-FT-50

FES

Lot Number 20201107 Sterilization FDSJ330005

[avTiE i= Number

KEES

Total Quantity 5000 RACK Sample Quantity 1000 RACK

HEE Rr SE

Testing Date 2020/11/17 Testing Procedure | ISO13485

orl H 3 REF

Results of Testing

BER

glabrous Testing: PASS v FAILED N/A

p oti]: 3 crs Eig Al

Sterile Testing: PASSY FAILED N/A

HEEB ak Ek Apri

Packing Testing: PASSY FAILED N/A

BEER aH AEH All

Pressure Testing PASSY FAILED N/A

E38 a ei Aral

CONCLUSION:

ik

This is to certify that all the items manufactured as per PO number _ST-20-0990-03 have passed all of

the tests and meet all of the requirements.

AAR IE HTIE SEE 5 25 ST-20-0990-03 A F< HAR R&S ZRII EH, #E

Sta

iid

Approved By: Approved Date:  2019/

fLAEA Hite HI

rt

1006977



Outgoing Test Report

ET

Manufacturer: _E&HEFEREYRIH ERAT Jinhua Noke Biotechnology Co., Ltd

HFETRE
Customer: SEER AEYBE HRAT Jinhua Noke Biotechnology Co., Ltd

=r

PO Number:ST-20-0990-03

EHS

Date of Issuing: _2020.11.17

HHIEHF 3H
PRODUCT NAME | Pipette Tips 100ul Item Number NKPT-FT-100

FES

Lot Number 20201107 Sterilization FDSJ530005

[avTiE i= Number

KEES

Total Quantity 5000 RACK Sample Quantity 1000 RACK

HEE Rr SE

Testing Date 2020/11/17 Testing Procedure | ISO13485

orl H 3 REF

Results of Testing

BER

glabrous Testing: PASS v FAILED N/A

Joi AE AEH AE

Sterile Testing: PASSY FAILED N/A

HEEB ak Ek Apri

Packing Testing: PASSY FAILED N/A

BEER aH AEH All

Pressure Testing PASSY FAILED N/A

E38 a a Ari

CONCLUSION:

it

This is to certify that all the items manufactured as per PO number _ST-20-0990-03 have passed all of

the tests and meet all of the requirements.

AALS2 #5 ST-20-0990-03 A 7 FARE RAE TRE,6
Sta

2x.
Approved By: Approved Date:  2019/ iia LY

Es o%
22704041%AEA fkHH

Sep

1006977



Outgoing Test Report

HPAHED

Manufacturer: _E&HEFEREYRIH ERAT Jinhua Noke Biotechnology Co., Ltd

HFETRE

Customer: SEER AEYBE HRAT Jinhua Noke Biotechnology Co., Ltd

=H

PO Number:ST-20-0990-03

ERE

Date of Issuing: _2020.11.17

HHIE HF 3H

PRODUCT NAME | Pipette Tips 200ul Item Number NKPT-FT-200

FES

Lot Number 20201107 Sterilization FDSJ330005

[avTiE i= Number

KE#S

Total Quantity 5000 RACK Sample Quantity 1000 RACK

JSEa cy Rr SE

Testing Date 2020/11/17 Testing Procedure | ISO13485

rill H3 REF

Results of Testing

mfgR
glabrous Testing: PASS v FAILED N/A

p oti]: 3 crs Eig Al

Sterile Testing: PASSY FAILED N/A

HER Li EH ERR

Packing Testing: PASSY FAILED N/A

BEER aH AEH All

Pressure Testing PASSY FAILED N/A

E38 a ei Aral

CONCLUSION:

ik

This is to certify that all the items manufactured as per PO number _ST-20-0990-03 have passed all of

the tests and meet all of the requirements.

ASTISEE 5 ST-20-0990-03 A= 7 Aft MAR TREK, ©
£3

Sta

HE KE
38k 7

Approved By:

fLAEA
\

ep

Approved Date:  2019/4
fk HH

1006977



Outgoing Test Report

HF EEE

Manufacturer: _E&HEFEREYRIH ERAT Jinhua Noke Biotechnology Co., Ltd

HFETRE

Customer: SEER AEYBE HRAT Jinhua Noke Biotechnology Co., Ltd

=H

PO Number:ST-20-0350-01

ERE

Date of Issuing: _2020.11.05

HHIE HF 3H

PRODUCT NAME | Pipette Tips 1000ul Item Number NKPT-FT-1000

FES

Lot Number 20201015 Sterilization FDSJ098821

[avTiE i= Number

KE#S

Total Quantity 10000 RACK Sample Quantity 2000 RACK

JSEa cy Rr SE

Testing Date 2020/11/05 Testing Procedure | ISO13485

rill H3 REF

Results of Testing

mfgR
glabrous Testing: PASS v FAILED N/A

p oti]: 3 crs Eig Al

Sterile Testing: PASSY FAILED N/A

HER Li EH ERR

Packing Testing: PASSY FAILED N/A

AER aH AEH All

Pressure Testing PASSY FAILED N/A

E38 a ei Aral

CONCLUSION:

ik

This is to certify that all the items manufactured as per PO number ST-20-0350-01 have passed all of

the tests and meet all of the requirements.

AAFAULYTIESHE 2 #5 ST-20-0350-01A 7= HAR RAZ TRNBE4, FETE

Approved By:

LEA \

rt

Approved Date:

ite HHA

2019/

1006977



Outgoing Test Report

ET

Manufacturer: _E&HEFEREYRIH ERAT Jinhua Noke Biotechnology Co., Ltd

HFETRE

Customer: SEER AEYBE HRAT Jinhua Noke Biotechnology Co., Ltd

=r

PO Number:ST-20-0778-05

EHS

Date of Issuing: _2020.11.03

HHIE HF 3H

PRODUCT NAME | Pipette Tips 1250ul Item Number NKPT-FT-1250

FES

Lot Number 20201018 Sterilization FDSJ645557

[avTiE i= Number

KEES

Total Quantity 2000 RACK Sample Quantity 500 RACK

HEE Rr SE

Testing Date 2020/11/03 Testing Procedure | ISO13485

orl H3 REF

Results of Testing

BER

glabrous Testing: PASS v FAILED N/A

Joi AE AEH AE

Sterile Testing: PASSY FAILED N/A

HEEB ak Ek Apri

Packing Testing: PASSY FAILED N/A

BEER aH AEH All

Pressure Testing PASSY FAILED N/A

E38 a ei Aral

CONCLUSION:

it

This is to certify that all the items manufactured as per PO number _ST-20-0778-05 have passed all of

the tests and meet all of the requirements.

REALITIES SE 115 ST-20-0778-05 AFAR RAZ TRIE, #6 HE

Stam

HE

Approved By: Approved Date: 2019/11/08
\

HEA Pp Hi HA

1006977


